Sample Preparation Guide

Required Kit
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RNase A Resuspension Thawed or Fresh
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/\ Gently invert bottle 20-30 times.

9 Lyse Cells - Solution turns blue when fully mixed.
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@ Do not exceed 5 minutes during Lysis.
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— Solution turns clear when fully mixed.
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0 Filter _ _
Place sample filter reservoir on deck. Then pour
precipitated sample into sample filter reservoir.
Precipitated Sample
Sample Reservoir
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